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DPS Series Constant Voltage /Constant Current 


Digital Power Supply Introductions 


Model: DPS3012/DPS5015/DPS5020 version: 2019-3-15 
Dear users, thank you for purchasing the constant Voltage/constant Current digital power 
supply produced by HANGZHOU RUIDENG TECHNOLOGIES CO, LTD, in order to let you know 
more about the full function of this product, get a better experience and avoid misuse. 
Please spend some time on reading this introduction. Keep it for checking again. (Please pay 
attention to these red sentences) 


1. Production Introduction 


1.1 Production Synopsis 


DPS3012/DPS5015/DPS5020 combines analog adjustment and digital control, at the 
same time it is compact and powerful, and becomes the first choice for many enthusiasts and 
laboratory workers. The unit offers non-volatile power off parameter storage and 10 
programmable preset memory Data Groups with a shortcut recall function for groups 1 and 2. 
All these productions are designed with LCD display, so we can check set Voltage, set Current, 
output Voltage, output current, output power, input Voltage and so on. On the right side of 
the main interface, we can see output enabled or disabled, Constant Current or Constant 
Voltage mode of operation, abnormal condition warning, keypad locked or unlocked state 
and the Data Group in use. The data setting interface allows adjustment of Over-Current, 
Over-Voltage and Over-Power protection values, Preset value, LCD brightness and whether 
the power is turned on or the like. 

This product has 3 versions, Non-communication version, USB communication version, 
USB + Bluetooth communication version. Communication version can be connected to PC, 
Bluetooth version can be connected to Android mobile phone. (Note: DPS3012 only has no 
communication) 

This module has many advantages, small size, advanced function, good visual effect, 
high operability, high-precision, it can be used independently or be inset into the device and 
been widely applied. 


1.2 Series Product Parameters 


Model name DPS5015 DPS5020 DPS3012 
Input Voltage range DC6-60V DC6-60V DC6-40V 
Output Voltage range 0-50.00V 0-50.00V 0-32.00V 
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Output power range 0-750W 0-1000W 0-384W 
Output Current range 0-15.00A 0-20.00A 0-12.00A 
Weight(packet included) 218g 234g 225g 


Output Voltage accuracy 


+(0.5%+3digit) 


Output Current accuracy 


+(0.5%+5digit) 


Output Voltage resolution 0.01V 
Output Current resolution 0.01A 
Display module size 79*43*38mm 


Display module open size 


79*39mm {Different hardness and thickness materials will 


be different, please test before batch use) 


Power module size 


93*73*41mm 93*73*41mm 93*71*41mm 


Fixed hole center distance 


86mm. 64mm 


Output ripple typical 


Approximately 100mV peak 


Application ambient 
-10°C —45'C 
temperature 
connection cables - length 200mm 
example. Other models have same 


Note: the following description uses the DPS5015 as an 


functions and operation except for parameters. 


1.3 Connection Description 


Input Positive 


Input Negative 


LCD Cable 
Connection Port 


Output Positive 


C pl 


Output Negative 


KEY Cable 
Connection Port 


Power Part Connection Instruction 


IN+: Input positive 
OUT+: Output positive 


IN -: Input negative 
OUT- : Output negative 


LCD: Screen Cable, connect to the display panel LCD 


2/32 


KEY: Button Cable, connect to the display panel KEY 

The module is DC-DC step-down output. It must ensure that the input Voltage is 1.1 
times higher than output Voltage. Under natural heat dissipation conditions, it can be output 
at full load. Please install a fan in the casing. Ensure the display module cable are connected 
in the right way, otherwise it will not display properly. 

The input Voltage range is DC 6.00-60.00V. 60.00V DC is the maximum input Voltage 
limit and AC or AC Mains supply 220V must NEVER under any circumstances be connected to 
this unit . Do not reverse the battery when charging. Incorrect use will cause the product to 
burn out. Please strictly follow the above wiring instructions and precautions. 

Exceeding the limit Voltage, using AC as input, wiring error and battery charging reverse 
will cause damage. When use power supply with output capacity higher than 20A, be sure to 
put the power switch at input place of input power supply. Some damage is irreversible, so 
be careful when using the module. 


1.4 Panel Description 


ON/OFF 


A: Voltage setting/Up Arrow/Shortcut to recall M1 Data Group. 
B: Data entry /Extract data from the specified Data Group 
C: Current setting / Down Arrow / Shortcut to recall M2 Data Group. 
D: 1.44 inch full color LCD screen. 
E: Rotary control / Data adjustment / Keypad lock. 
F: Output On / Off. 
1.5 Display Interface Description 


L Y 
M R 

s 
N T 

U 
il V 
P_w 
Q X 

The main interface Data setting interface 
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B OER TTE ET TT PT OD POE TD ET EEE EEE Ei 


| G:The preset value of the output Voltage _| L:The preset value of the output Current Limit | 
_H:The actual value ofthe output Voltage __\ M: Keypad locked or unlocked prompt | 
NSE Oh ENOOUEDEE EDEGEM NON GCS DOEE | 
NS VAL USCIHEEOMSN Sn OMGnnEVOEES OE Conn EON SEERDE | 
_K-The actual value of the input Voltage _| P: Data Group number in use prompt en | 
|Q: Output enabled or disabled prompt | 
\R:PresetOutputVoltage _\ V:Preset Over-Power protectionvalve 
|S:Preset Output Current __| WsPreset screen brightness level________— | 
_T: Preset Over-Voltage p rotection value | X: Preset Data Group number. hen | 


U:Preset Over-Current protection value Y:The actual value of the output Voltage and output Current 


Lamdsnariesddnriesednreddsderiendsne daders derdsdd ne desdend red deresdn deed gade deresiddetesdsddekdadnadeidsdaeddenededde derek de enddnadienidadinriesdanddeddsedriednsdedenide adiddas ariens edad dede eddie ne esin iedee 


1.6 Operating Instructions 


When the unit is first powered on, the Welcome screen is displayed followed shortly by 
the Main Interface screen. 


DPS5S5A15 
Ui.4 


Welcome window Main interface 


1.6.1 Fast Voltage and Current Setting 


Press [vrt] key to enter the fast Voltage setting mode. Press the rotary control to cycle 
through the characters available, place the cursor at the required character, turn the rotary 
control clockwise increases the value and anticlockwise decreases the value. Press [vrt] key 
to save the data and exit, alternatively, after 1 minute of inactivity the setting mode will exit 
automatically. Press Aslkey to set the output Current limit using the same procedure. 
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1.6.2 Advanced Parameter Setting 


On the main interface press the [ser] key to enter the Data Setting Interface. In the 
Data Setting Interface press [vre] key or [Ars] key to step up or down through the menu 
options to select SA (voltage) or ES (Current Limit),and then set the output 
Voltage and output Current Limit in the same way as used in the main interface. 


1.6.2.1 Protection Values Setting 


Switch to EW (Over-Voltage Protection), S—OCP| (Over-Current Protection) or 
S—OPP| (Over-Power Protection) limits. We can set the value of Over-Voltage protection 
value, Over-Current protection value and Over-Power protection value. When any of the 
protection value limits are reached ‚the output will be automatically disabled, and there will 


be O @ @ displayed on the interface; When the temperature of Power board exceeds 


80 °C the output will be automatically disabled, and there will be OT displayed on the 


interface. Press the rotary control to place the cursor at the required character, and turn the 
rotary control to set the value. Press [ser] key to exit. 


1.6.2.2 Screen Brightness Setting 


Switch to BLEIN press the rotary control to select the character you want to change. 
Turn the rotary control to adjust the brightness from O to 5 where 0 is the darkest and 5 is 
the brightest. Press [ser] key to exit. It’s up to you to set the brightness you like. 


1.6.2.3 Data Settings and Saving In Specified Data Group 


Switch to EEA ‚press the rotary control to select Data Group Number, press [ser] key 
and then press [vrt] key or [Ars] key to step up or down through the menu options, press the 
rotary control to set the value you need. Press [ser] key for over 2 seconds and the data will 
be saved in this Data Group.in the meanwhile the Data Group Number is shown on the right 
hand side of the screen. Press [ser] key to exit. 


1.6.2.4 M-PRE ON / OFF Setting 


Switch to EER ‚ press and turn the rotary control to Data Group Number you want 
to check, then all the data will be shown to you, press rotary control again so that you can 
adjust M-PRE option. Turn the rotary control to select either ON or OFF. When ON is selected 
it signifies that when the Data Group is recalled the state of the unit main output will remain 
the same as it was prior to the Data Group recall. When OFF is selected it signifies that when 
the Data Group is recalled the state of the unit main output will be set to OFF regardless of 
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previous setting. 
1.6.2.5 Output Status Setting 


Switch to EON ‚ press and turn the rotary control to select either ON or OFF. When 
ON is selected, the device will Power on with the Output enabled. Selecting When OFF is 
selected, the device will Power on with the Output disabled. 


1.7 Function Description 
1.7.1 Enable or Disable the Output 


At any time you can press (©) key to enable or disable the Output when the keypad is 


unlocked. 
1.7.2 Locking the Keypad to Avoid Accidental Operation. 


At any time you can hold the rotary control for more than 2 seconds to lock the keypad, 


there will be â displayed on the right side of the interface; hold the rotary control again 


for more than 2 seconds you can unlock the keypad, there will be d displayed on the 


right side of the interface. 
1.7.3 10 Data Groups Preset (MO-M9) 


The MO Data Group is the default Data Group after power on. It should be noted that 
any time an alternative Data Group is selected or any changes made to the existing settings 
then MO will be immediately overwritten with the newly selected data. 


1.7.4 Shortcut keys to Select and Recall M1 or M2 Data Group 


Hold [vrt] key or [Ars] key for over 2 seconds to shortcut recall the M1 or M2 Data 
Group, and there will be Data Group Number displayed on the right side of the interface. 


1.7.5 Select and Recall Any Specific Data Group. 


Hold [ser] key for over 2 seconds, there will be Data Group Number displayed on the 
right side of the interface. Turn the rotary control to select the required Data Group (M1 to 


M9), then press [ser] key to activate the selected Data Group. 
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2. PC Software Installation and Use 


Installation Requirement: the computer system must be Win7 or above genuine system 
installed. 
This software is designed by HANGZHOU RUIDENG TECHNOLOGIES CO., LTD, and it does not 
carry any virus. If your anti-virus software prompts, please allow all its functions, otherwise it 
will affect the normal operation of the software. Download address is detailed in section 2.4. 
(You must download the file from the link we provided) 


2.1 Driver Installation 


Open the package and double-click CH341SER.EXE to install the communication board 


driver. 
4 | # | DPSSO15 PC Software{2017.11… Application Tools —= ao x 
e » 4 « DPSS. » DPSSOIS … vb p £ 


„Arial Unicode MSttf 
BY CHIAISER EXE 


DPS30T5 CNC Communication Protocol … 


(2) DPS5015 Operating Manual.pdf 2 
® ops5015 PC Software V1 Aar 4/2017 4:44 PM 


Sitems _1itemselected 237 KB 


When the driver is installed, connect digital power supply and communication module 
(as shown below) with cables, then connect the computer through the Micro USB cable. 
Right click “MY COMPUTER”, then click "Manage" -"Device Manager" and click the 
drop-down arrow at “Port” to see the module's COM port number (as shown below). 

Note: If the USB communication module is abnormally disconnected, you need to 
re-select the COM port of the host computer software to connect normally. 


Ë 
File Action View Help 


esn Hal 2 


El Shared Folders 
dE Local Users and Groups 
p 


## Disk Management 
Bs Services and Applications 


Open 


Pin to Quick access 


Pin to Start 


Map network drive. 


Disconnect network drive... 


Create shortcut 
Delete 


Rename 


Properties 


wa Disk drives 
EB Display adapters 
MB Firmware 


dorman 
Gri Human Interface Devices 
wv E Storage “@ IDE ATA/ATAPI controllers 


je Imaging devices 
ES Keyboards 
@ Mice and other pointing devices 
EB Monitors 
EF Network adapters 
K? Other devices 
wv _(f Ports (COM & LP 
RE TCOM3) 
BFR LEOKE (COM4) 
EF Print queues 
A Printers 
[ Processors 
B Software devices 
äj Sound, video and game controllers 
Si Storage controllers 
Em System devices 
À_Universal Serial Bus controllers 


ZP Computer Management (Local[ v ‚B DESKTOP-CCIPRHH Fn 

vw ij} System Tools ï Audio inputs and outputs pannen pn 
@ Task Scheduler @ Bluetooth ee 
B Event Viewer EB Computer More Actions 


2.2 Digital Power Communication Parameter Setting 


Hold [v14] key and then turn on the power to enter the communication parameter 
setting interface, press [vrt] key or [Ars] key to select the parameter, then press the rotary 
control to enter the data modification. After setting the data, press [ser] key twice to exit , 
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the communication parameters will be saved automatically. 
COMM: Communications switch setting, ON means to turn on communication, OFF 
means to turn off communication. 


ADDR: address code of digital power supply, range 001-255, default 001 (it won't be 
used unless multi-machine communication). 

BAUD: Communication Baud-rate, 2400, 4800, 9600, 19200 can be chosen. 

BPIN: Bluetooth pairing code, 0000-9999, default 1234, it is used when connecting to 
Bluetooth. 


… 
OIII een 


9 


Communication Parameter 
Setting Interface 


2.3 Bluetooth Communication 


The Bluetooth communication module follows the V2.1+EDR Bluetooth specification, 
connect digital power supply and communication module with cables (you need to enter 
the communication setting interface to initialize the communication parameters of the 
Bluetooth module if it is the first time to use Bluetooth communication function).The red 
LED of Bluetooth communication module starts to flash after the digital power is turned 
on, that means the Bluetooth can be searched. Open the Bluetooth of your computer; 
right click on the Bluetooth icon to add the device. Laptop can use its own Bluetooth; 
desktop can use the recommended USB Bluetooth adapter, the USB adapter driver will be 
automatically installed after plugging in the desktop. You can see Bluetooth icon appears 
in the desktop status bar (lower right corner).Search for a Bluetooth device. The last three 
digits of the device represent the digital power address code. 
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Settings 


@ Home 


Bluetooth & other devices 


Er 
Í Find a setting 


Je Add Bluetooth or other device 


Devices 


Ei Bluetooth & other devices 


Printers & scanners 
DO Mouse 

Typing 

cf? Pen & Windows Ink 
@) AutoPlay 


B usB 


Bluetooth 
@o oo 


Add a device 


Add a device 


Make sure your device is turned on and discoverable. Select a device below to 
connect. 


6 DPS5015_001 


on) ANDROID BT 


on) ESLinker 


Turn on Bluetooth even faster 


on Bluetooth without 


Get more info about Bluetooth 


Related settings 


Devices and printers 
Sound settings 

Display settings 

More Bluetooth options 


Send or receive files via Bluetooth 


Have a question? 


Enter the device's pairing code when connecting to Bluetooth. 


@ Home 


Bluetooth & other devices 


[ Find a setting 


Devices 


ER Bluetooth & other devices 


Ei Printers & scanners 
Mouse 
Typing 
>_Pen & Windows Ink 
AutoPlay 


B USB 


SE Add Bluetooth or other device 


Bluetooth 
0 on 


Add a device 


Add a device 


Make sure your device is turned on and discoverable. Select a device below to 
connect. 
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Cancel 


Default 1234. 


Turn on Bluetooth even faster 


To turn Bluetooth without 


n action 


Get more info about Bluetooth 


Related settings 


Devices and printers 
Sound settings 

Display settings 

More Bluetooth options 


Send or receive files via Bluetooth 


Have a question? 


Get help 


Select the connected Bluetooth device, check the Bluetooth serial port COM that the 
computer is using, and the COM port of the outgoing direction (DPS5015 _001'Port') is the 
serial port of the Bluetooth connection.(Note: Win 7 system, select the Bluetooth device, 


right click to view the properties, display the following window, view the COM port of the 


Bluetooth settings, select the “outgoing direction” serial port to connect; Win 10 system, 


select the Bluetooth device, click “More Bluetooth option”, the following window is 


displayed, view the COM port of the Bluetooth setting, and select the serial port to connect 


in the outgoing direction.) 
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Bluetooth 
Bluetooth & other devices ED on 


Get more info about Bluetooth 


Printers & scanners @ Bluetooth Settings 


Options COMPorts Hardware 
Mouse Re Ï 

elated settings 

This PC is using the COM (serial) ports listed below. To determine 9 

whether you need a COM port, read the documentation that came Devices and printers 

Typing with your Bluetooth device. 


Direction Name Sound settings 


>_Pen & Windows Ink 


Display settings 


COM 
IS OM4 utgoing DPS5015_001 ‘Port 
aa More Bluetooth options 


USB Send or receive files via Bluetooth 


Have a question? 


Get help 


Make Windows better 


Give us feedback 


Note: 

The power supply voltage of communication interface is DC 3.3V and power supply 
ability is limit. Don’t connect other big power Bluetooth or WIFI module, otherwise it will be 
burnt. 

When using the Bluetooth communication function, if power off for digital power supply, 
you need to choose COM interface to connect Bluetooth module again after power on. 

If the LED on Bluetooth module is flashing, it shows it is on the state of disconnection. 
If LED is lighting, it shows it is on the state of connection. 

When using Bluetooth function, don’t put Bluetooth module in the metal box, 
otherwise it will affect signal strength, Bluetooth communication distance is up to 10 meters 
in an open and unobstructed condition. 

When modifying communication data of digital power supply, you must disconnect 
Bluetooth with PC, the LED will be flashing. Otherwise you can change the data of Bluetooth 
board. 

For computer operating system, please install official version. if you install pirated or lite 
operating system, there may be a lack of Bluetooth virtual serial port driver on those 
operating system, and the system can't assign COM port to Bluetooth board. And it can't 
communicate with the upper computer. 

Do not touch components on the Bluetooth communication module, they are fragile 
and can be easily broken. 


2.4 Installed the Computer Software 


Please download file one by one,‚do not download all files at the same time,otherwise you will be 
charged. 

Note: this software can only work on Win7 or above. 

DPS3012:no communication function (download link): 
http://www.mediafire.com/folder/huu7cydgcw9i3/DPS3012 file 


DPS5015 file download link: 
http://www.mediafire.com/folder/o96l59h351m19/DPS5015 file 


DPS5020 file download link: 
http://www.mediafire.com/folder/xmaf7xw1icoeta/DPS5020 file 
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2.4.1 Open and Unzip the PC Software 


o} |= | DPS5015 PC Software{2017.11.04) 
Home Share View 
dk” |: De Users » mayn » Downloads » DPS5015 PC Software{2017.11.04) » DPS5015 PC Software{(2017.11.04) Search DPS5015 PC Software. 


Date modified Type Size 


«_ Arial Unicode MS ttf 11/4/2017 4:41 PM TrueType font file 23,566 KB 


BL CH3ATSER.E 7 AT P ‘Application 35 KE 
A) DPS5015 CNC Communication Protocol … WPS PDF SiS 199 KB 
&) DPS5015 Operating Manual.pdf 11/4/2017 4:41 PM WPS PDF 325 959 KB 
8 DPS5015 PC Software V1.4.rar 11/4/20174:44PM WinRAR EEK... 227,980 KB 


Sitems 1itemselected 23.0 MB 


Double click the Arial Unicode MS Font Pack and click Install to install the Font Pack. 


Á& Arial Unicode MS (TrueType) 


| Print 


Font name: Arial Unicode MS 
lersion: Version 0.85 
OpenType Layout, TrueType Outlines 


abcdefghijklmnopgrstuvwxyz ABCDEFGHIJKLMNOPORSTUVWXYZ 
1234567890; '" (1?) +-"/= 


12 The quick brown fox jumps over the lazy dog. 1234567890 


ie The quick brown fox jumps over the lazy dog. 1234567890 
b: The quick brown fox jumps over the lazy dog. 1234567890 


„ The quick brown fox jumps over the lazy dog. 12: 
‚The quick brown fox jumps over the _ 


2.4.2 Double-click setup.exe to Set Up Computer Software 


ApplicationTools _DPS5015 PC Software V1.4 
Home Share View Manage 


“4 a « DPS5015 PC Software{2017.11.04) » DPS5015 PC Software V1,4 » DPS5015 PC Software V1,4 Search DPS5015 PC Software … 


A 


Name Date modified Type 


bin 11/4/2017 3:48PM _ Filefolder 


Lj) license 11/4/20173:48PM _ File folder 
11/4/2017 348PM _ Filefolder 
ID File 
Application 


onfiguration settings 


Gitems _1item selected 1.39 MB 


11/32 


B DPS5O15 PC Software V1.4 Installer end u} XJ EE DPSSO15 PC Software V1.4 Installer 


Start Installation 
Review the following summary before continuing. 


Add Chand 
« DPS5O15 PC Software V1.4 Installer Files 


All software wil be installed in the following locations. To install software into a 
diferent location, click the Browse button and select another diectory. 


Directory for DPS5015 PC Software V1.4 Installer 


E \Progran Files (#86) \DPS5015\ [ 


Directory for National Instruments products. 
Error Files G86)Wational Instruments\ 


UB DPS5O15 PC Software V1.4 Installer XJ EZ DPSSO15 PC Software V1.4 Installer 


Installation Complete 


The installer has finished updating your system. 


Overal Progress: 30% Complete 


2.5 Using Computer Software 
Double-click the shortcut icon on the desktop to open the computer software. 


2.5.1 Introduction of Using 


Select the communication port (section 2.3 for Bluetooth connection, section 2.1 for 
USB connection), baud rate, slave address (default 9600, 001), click “On-Line” to start 
communication, and automatically lock the digital power button after successful connection. 
Then “On-Line” will change into “disconnect”. Click “Turn On” to turn on the output of the 
digital power supply,’ Turn On “will change into “Turn Off” when succeed. 
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|E ops5015 PC Software V1.A — X 
Configuration | Basic function | Advanced function | DPS5015 PC Software V1.4 ‚E Quit | 
Output voltage curve Input voltage 
Port | 20.00 25.00 30.00 Shortcut extract | __50.00- pr VON tn 
% COM5 |” ms, E 
15.00 … „ 35.00 © me 34. 79 V 
Baud rate 5 ie mr ì 
10.00. 240.00 | /®) Data group o} En zal Output voltage 
9600 E = jn r - — 
5 Ee 64 Ed 
ze soo (eea eà 30.00 v 
Slave address d ff % U5 
Data group 21} Ö 
001 0.00 50.00 nes Output current 
Voltage setting | Î Data group al 4 4 48 1 
al _—_ CEC ECOC NCC KKOCRCHCHT CCC CCC RCT CNC 
! 30.00 V & Data A 15 20 25 30 35 40 il 
|A Data group el hie Output power 
Î 
6.00 8-00 mmm Output current curve [ 
laate: „ 10-00 ®, pata group 6 
Firmware VE nn pg) 344 4 
4.00 > (a Ì 
sl 5 Data group 7 | 
1.4 5 _12.00 > c 
AE : L N Data group J 
N taco \Soaagowe) 
0.00 15.10 B 
Current setting Broipens Jel 
E K mn 
‚12.00 A EERE 


2.5.2 Introduction of Functions 


The computer software interface can be divided into basic functions and advanced 


functions. 


Basic functions include Voltage/Current setting, shortcut recall, brightness adjustment, 


voltage and current curve derivation. 


You can set Voltage/Current by turning the knob or enter an value. The graph on the 
right shows the real-time voltage and current curves (the curve will be stored for up to 24 


hours). 


Advanced functions include data group (preset) reading and writing, automatic test, 


voltage scan, current scan and so on. 


(& DPS5015 PC Software V1.4 


Configuration | Basic function Advanced function | 


DPS5015 PC Software V1.4 


— Xx 


(EJ Quit | 


Port - Data group operation Auto test Voltage scan 
% COM5 
5 = Output current{A) … | 0.00 
Baud rate Data group 0 Seps || 
9600 Voltage(V) _Current(A) __ Delay(S) Start voltage(V) … | 0.00 
user | 000l u-ser …| 5.00 4 | 0.00 0.00] 10 Stop voltage{v)| © Toos 
Slave address Fon zi E IE 
l FSET | _ 0.00\\ SET … 15.10 2 0.00 0.00 1.0 Ed EN 
001 : 5 - 
S-OVP | __0.00// sS-OVP …|51-00 3 | 0.00 0.00 1.0 Delays) © 10 
socp |_ 0.00) socp 4 2 loool, : [ooo Es 
- = . - — Perun ©) stop 
s-oPP | _00|/s-OPP … 5 _ | 0.00 0.00 10 
5 = Dr = Current scan 
Ben | ol! gien © al) 6 7/00 0.00 10 
Firmware af) 
Í z = = Output voltage(V) … | 0.00 
M-PRE | 0/| M-PRE o 7 | 0.00 | 0.00 10 5 
1.4 = = 1 7 - Start current(A) =| 0.00 
SANT | ol) sant <[ o 8 7 [ooo ooo, 7 10 é 
= EO fe) Stop current(A) | 0.00 
Key unlock an M-PRE:The value O is OFF, and 1isON| 9 …/ 0.00 0.00 =D > 
- S-INT :The value 0 is OFF, and 1 is ON y= z = z — Step current(A) … | 0.00 
_ @ 10 =| 0.00 =| 0.00 10 
denk Delay(S) …| 0.0 
GDisconnecti vac © cue Pan Drn | @) His 
\ ) 


Input voltage 


45.62 V 
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3. Introduction of APP (Android) 


Applicable product model: 
DPS5015-USB-BT/DPS5020-USB-BT 


3.1 Application Setup 
SYSTEM :Android 5.0 or above 


3.1.1 Application Download 


The Android application has been uploaded to the Google Store, you can search for 
“DPS (H) Series" in Google Store. Domestic customers who cannot use Google Store can also 
download the file with the extension APK and install it on the phone. You can get download 
address in section 2.4. 


3.1.2 Application Setup 


Android APP can only work in Android 5.0 or above. When installing the software, 
please approve permission that APP needs. If you need to record data for a long time, please 
turn off the power saving mode of the mobile phone and allow the APP to run in the 
background. 


3.2 Icon (Setup Finished) 


3.2.1 Click Icon You Can See Interface as Shown Below 
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Z AA AB AC AD 
9:41 AM 7 9:41 AM 


ME opssots Ge © 3 OD wia 


Voltage-current Graph 


0.800A 
0.600A 
0.400A 
0.200A 


0.000A 
1600 2000 2400 2800 3200 3600 


BB.oov 


ISET 12.00A 


EN 
AJ ®)Normal 


® cv state 
© Lock 


Brightness: 2 


® 


Al AH 

Z: Digital power supply detected 

AA: Export table file as shown above to the phone folder (SD Card directory, repeat the 
write, can generate a graph in Excel directly). 

AB: Multi-language option, click to select a language, currently 3 languages (Chinese 
(Simplified / Traditional), English, more languages will be updated… 

AC: Bluetooth connection ‚click to select model, search for “RuiDengDPS" or 
“DPS8005 001”enter the pairing code 1234 and click on the “connection” button (or 
connect the Bluetooth on the phone first, then turn on the app Bluetooth connection to 
connect to the Bluetooth directly 

AD: program information, Version number description, assistance developer 
information 

AE: Voltage/Current measurement graph 


EN @ 
AF: output status CEN. constant voltage / constant current state CEES. keypad 


statue 


AG: screen brightness, adjust the brightness from O to 5 where 0 is the darkest and 5 is 
the brightest 

AH: Output ON/OFF status 

Al: Output voltage, output current, output power, input current detected value 

AJ: value of preset output voltage, output current, select U SET or | SET, turn the 
Analog rotary control clockwise increases the value and anticlockwise decreases the value. 
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4. Others 


APP for IOS has not been finished You can send E-Mail to 1749808860 @gqg.com if you have any 
question. 
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DPH Series Constant Voltage /Constant Current 


Digital Power Supply Introductions 


Model: DPH3205/DPH5005 version: 2019-3-15 
Dear users, thank you for purchasing the constant Voltage/constant Current digital power 
supply produced by HANGZHOU RUIDENG TECHNOLOGIES CO, LTD, in order to let you know 
more about the full function of this product, get a better experience and avoid misuse. 
Please spend some time on reading this introduction. Keep it for checking again. (Please pay 
attention to these red sentences) 


1. Production Introduction 


1.1 Production Synopsis 


DPS3012/DPS5015/DPS5020 combines analog adjustment and digital control, at the 
same time it is compact and powerful, and becomes the first choice for many enthusiasts and 
laboratory workers. The unit offers non-volatile power off parameter storage and 10 
programmable preset memory Data Groups with a shortcut recall function for groups 1 and 2. 
All these productions are designed with LCD display, so we can check set Voltage, set Current, 
output Voltage, output current, output power, input Voltage and so on. On the right side of 
the main interface, we can see output enabled or disabled, Constant Current or Constant 
Voltage mode of operation, abnormal condition warning, keypad locked or unlocked state 
and the Data Group in use. The data setting interface allows adjustment of Over-Current, 
Over-Voltage and Over-Power protection values, Preset value, LCD brightness and whether 
the power is turned on or the like. 

DPH5005 has 3 versions, Non-communication version, USB communication version, USB 
+ Bluetooth communication version. Communication version can be connected to PC, 
Bluetooth version can be connected to Android mobile phone. (Note: DPH3205 only has no 
communication) 

This module has many advantages, small size, advanced function, good visual effect, 
high operability, high-precision, it can be used independently or be inset into the device and 
been widely applied. 


1.2 Series Product Parameters 


Pml DPH5005 DPH3205 

Input Voltage range DC6-50V DC6-40V 

Output Voltage range 0-50.00V 0-32.00V 
Output power range 0-250W 0-160W 
Output Current range 0-5.000A 0-5.000A 
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Weight(packet included) 2538 2178 


Output Voltage accuracy + (0.5%+3digit) 
Output Current accuracy + (0.5%+5digit) 
Output Voltage resolution 0.01V 
Output Current resolution 0.001A 
Display module open size 79*43*38mm 


79*39mm (Different hardness and thickness materials 
Power module size 


will be different, please test before batch use.) 


Fixed hole center distance 93*72*42mm 93*71*42mm 


Output ripple 86mm, 64mm 


Application ambient 


Zj 100mV VPP 
temperature 


connection cables - length -10°C —45°C 


Note: the following description uses the DPH5005 as an example. Other models have same 
functions and operation except for parameters. 


1.3 Connection Description 


Input Positive Output Positive 


BELLE 


Input Negative Output Negative 


® | 
IS 


ed 


LCD Cable 


KEY Cable 
Connection Port 


Connection Port 


Power Part Connection Instruction 


IN+: Input positive IN -: Input negative 
OUT+: Output positive OUT- : Output negative 
LCD: Screen Cable, connect to the display panel LCD 
KEY: Button Cable , connect to the display panel KEY 

The module is DC-DC buck-boost output . Input Voltage can be lower than output 
Voltage. Input voltage cannot exceed 10A. Under natural heat dissipation conditions, it can 
be output at full load. Please install a fan in the casing. Ensure the display module cable are 
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connected in the right way, otherwise it will not display properly. 

The input Voltage range is DC 0.00-50.00V. 50.00V DC is the maximum input Voltage 
limit and AC or AC Mains supply 220V must NEVER under any circumstances be connected to 
this unit .Do not reverse the battery when charging it. Incorrect use will cause the product to 
burn out. Please strictly follow the above wiring instructions and precautions. 

Exceeding the limit Voltage, using AC as input, wiring error and battery charging reverse 
will cause damage, input over-current protection cannot be triggered frequently because 
that will cause damage to the model, so be careful when using the module. 


1.4 Panel Description 


ON/OFF 


A: Voltage setting/Up Arrow/Shortcut to recall M1 Data Group. 

B: Data entry /Extract data from the specified Data Group / Store value into the specified 
Data Group. 

C: Current setting / Down Arrow / Shortcut to recall M2 Data Group. 

D:1.44 inch full color LCD screen. 

E:Rotary control / Data adjustment / Keypad lock. 

F:Output On / Off. 


1.5 Display Interface Description 


vo ez 5 
xXS<CAWM ID < 


The main interface Data setting interface 


G: The preset value of the output Voltage BE The preset value of the output Current Limit 


| 


| | H:The actual value of the output Voltage EM: Keypad locked or unlocked prompt 


| 


, J:The actual value of the output Power 0: Constant Voltage or Constant Current status prompt 


P: Data Group number in use prompt 


NN 


| K:The actual value of the input Voltage 


Q: Output enabled or disabled prompt 


R:Preset Output Voltage v: Preset Over-Power protection value 


S:Preset Output Current w: Preset screen brightness level 


Ln | 


T: Preset Over-Voltage protection value Dx Preset Data Group number. 


nn | 


U:Preset Over-Current protection value : Y:The actual value of the output Voltage and output Current 


Lanna aides nemisnens sneed iedee adi dd dais iid 


1.6 Operating Instructions 


When the unit is powered on, the Welcome screen is displayed followed shortly by the 
Main Interface screen. 


1.6.1 Fast Voltage and Current Setting 


DPHSAAS 
U1.5 


Welcome window Main interface 


Press [vrt] key to enter the fast Voltage setting mode. Press the rotary control to cycle 
through the characters available, place the cursor at the required character, turn the rotary 
control clockwise increases the value and anticlockwise decreases the value. Press [vre] key 
to save the data and exit, alternatively, after 1 minute of inactivity the setting mode will exit 
automatically. Press [Ars] key to set the output Current limit using the same procedure. 


1.6.2 Advanced Parameter Setting 


On the main interface press the [ser] key to enter the Data Setting Interface. In the 
Data Setting Interface press [vre] key or [Ars] key to step up or down through the menu 
options to select SA (voltage) or ESA (Current Limit),and then set the output 
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Voltage and output Current Limit in the same way as used in the main interface. 
1.6.2.1 Protection Values Setting 


Switch to EW (Over-Voltage Protection), S—OCP| (Over-Current Protection) or 
S—OPP| (Over-Power Protection) limits. We can set the value of Over-Voltage protection 
value, Over-Current protection value and Over-Power protection value. When any of the 
protection value limits are reached ‚the output will be automatically disabled, and there will 


be O @ @ displayed on the interface; When the temperature of Power board exceeds 


80 °C ‚the output will be automatically disabled, and there will be OT displayed on the 


interface. Press the rotary control to place the cursor at the required character, and turn the 
rotary control to set the value. Press [ser] key to exit. 


1.6.2.2 Screen Brightness Setting 


Switch to Ei ‚ press the rotary control to select the character you want to change. 
Turn the rotary control to adjust the brightness from O to 5 where 0 is the darkest and 5 is 
the brightest. Press [ser] key to exit. It’s up to you to set the brightness you like. 


1.6.2.3 Data Settings and Saving in Specified Data Group 


Switch to ESA ‚press the rotary control to select Data Group Number, press [ser] key 
and then press [vrt] key or [Ars] key to step up or down through the menu options „press the 
rotary control to set the value you need. Press [ser] key for over 2 seconds and the data will 
be saved in this Data Group.in the meanwhile the Data Group Number is shown on the right 
hand side of the screen. Press [ser] key to exit. 


1.6.2.4 M-PRE ON / OFF Setting 


Switch to EER ‚ press and turn the rotary control to Data Group Number you want 
to check, then all the data will be shown to you, press rotary control again so that you can 
adjust M-PRE option. Turn the rotary control to select either ON or OFF. When ON is selected 
it signifies that when the Data Group is recalled the state of the unit main output will remain 
the same as it was prior to the Data Group recall. When OFF is selected it signifies that when 
the Data Group is recalled the state of the unit main output will be set to OFF regardless of 
previous setting. 


1.6.2.5 Output Status Setting 


Switch to EON ‚ press and turn the rotary control to select either ON or OFF. When 
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ON is selected, the device will Power on with the Output enabled. Selecting When OFF is 
selected, the device will Power on with the Output disabled. 


1.7 Function Description 
1.7.1 Enable or Disable the Output 


At any time you can press (@) key to enable or disable the Output when the keypad is 


unlocked. 
1.7.2 Locking the Keypad to Avoid Accidental Operation. 


At any time you can hold the rotary control for more than 2 seconds to lock the keypad, 


there will be â displayed on the right side of the interface; hold the rotary control again 


for more than 2 seconds you can unlock the keypad, there will be d displayed on the 


right side of the interface. 
1.7.3 10 Data Groups Preset (MO-M9) 


The MO Data Group is the default Data Group after power on. It should be noted that 
any time an alternative Data Group is selected or any changes made to the existing settings 
then MO will be immediately overwritten with the newly selected data. 


1.7.4 Shortcut Keys to Select and Recall M1 or M2 Data Group 


Hold [vrt] key or [Ars] key for over 2 seconds to shortcut recall the M1 or M2 Data 
Group, and there will be Data Group Number displayed on the right side of the interface. 


1.7.5 Select and Recall Any Specific Data Group. 


Hold [ser] key for over 2 seconds, there will be Data Group Number displayed on the 
right side of the interface. Turn the rotary control to select the required Data Group (M1 to 
M9), then press [ser] key to activate the selected Data Group. 


2. PC Software Installation and Use 


Installation Requirement: the computer system must be Win7 or above genuine system 
installed. 
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This software is designed by HANGZHOU RUIDENG TECHNOLOGIES CO, LTD, and it does 
not carry any virus. If your anti-virus software prompts, please allow all its functions, 
otherwise it will affect the normal operation of the software. Download address is detailed in 
section 2.4. (you must download the file from the link we provided ) 


2.1 Driver Installation 


Open the package and double-click CH341SER.EXE to install the communication board 
driver. 


LI | DPH5005 PC Software and A... Application Tools — B X 
Home _ Share _ View Manage © 
€ v A \Ì « Dow... » DPH5005 … wv | Search DPH5005 PC Sof.…. © 


Name Date modified Type 


EJ 


[] DPS(H) Series Android APP _V1.0.3.jiagu…  3/12/2019 


< > ves 
4items _1itemselected 237 KB EE 


When the driver is installed, connect digital power supply and communication module 
(as shown below) with cables, then connect the computer through the Micro USB cable. 
Right click “MY COMPUTER”, then click "Manage" -"Device Manager" and click the 
drop-down arrow at “Port” to see the module's COM port number (as shown below). 

Note: If the USB communication module is abnormally disconnected, you need to 
re-select the COM port of the host computer software to connect normally. 
* 


File Action View Help 


esmee 


dforman 
v  orage 
2e Disk Management 
Es Services and Applications 


Open 


Pin to Quick access 


Pin to Start 


Map network drive. 
Disconnect network drive... 


Create shortcut 
Delete 


Rename 


Properties 


Ap) Human Interface Devices 

=@ IDE ATA/ATAPI controllers 

Ìx Imaging devices 

ES Keyboards 

@ Mice and other pointing devices 

EB Monitors 

EP Network adapters 

K? Other devices 
v_(@ Ports (COM & LP 

Ei TE EER{T (COM3) 
À Ettie LEER (COM4) 
A Print queues 
Fn Printers 
[ Processors 
B Software devices 
äj Sound, video and game controllers 
Se Storage controllers 
Em System devices 


@_ Universal Serial Bus controllers 


ZE Computer Management (Local[ v „A DESKTOP-CCIPRHH Actions 
v } System Tools ij Audio inputs and outputs DEM en | 
@) Task Scheduler @ Bluetooth si 
B Event Viewer EB Computer More Actions 
&) Shared Folders ma Disk drives 
2E Local Users and Groups EE Display adapters 
DP ME Firmware 


2.2 Digital Power Communication Parameter Setting 


Hold [vre] key and then turn on the power to enter the communication parameter 
setting interface, press [vrt] key or [Ars] key to select the parameter, then press the rotary 
control to enter the data modification. After setting the data, press [ser] key twice to exit , 
the communication parameters will be saved automatically. 

COMM: communicate switch setting, ON means to turn on communication, OFF means 
to turn off communication. 
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ADDR: address code of digital power supply, range 001-255, default 001 (it won't be 
used unless multi-machine communication). 

BAUD: communication Baud-rate, 2400, 4800,9600,19200 can be chosen. 

BPIN: Bluetooth pairing code, 0000-9999, default 1234, it is used when connecting to 
Bluetooth. 


r 
= 


SEEREREESEREN & 


Lp 
55 
ia 


remy 
| 


R1 


D1 
va tel 


s San 
OIII een 
al hel 
el en 


WARA RARA € & 
dan 


Sj 


Communication Parameter 
Setting Interface 


2.3 Bluetooth Communication 


The Bluetooth communication module follows the V2.1+EDR Bluetooth specification, 
connect digital power supply and communication module with cables (you need to enter 
the communication setting interface to initialize the communication parameters of the 
Bluetooth module if it is the first time to use Bluetooth communication function).The red 
LED of Bluetooth communication module starts to flash after the digital power is turned 
on, that means the Bluetooth can be searched. Open the Bluetooth of your computer, 
right click on the Bluetooth icon to add the device. Laptop can use its own Bluetooth, 
desktop can use the recommended USB Bluetooth adapter, the USB adapter driver will be 
automatically installed after plugging in the desktop. You can see Bluetooth icon appears 
in the desktop status bar (lower right corner).Search for a Bluetooth device. The last three 
digits of the device represent the digital power address code. 
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Settings 


@ Home 


Bluetooth & other devices 


| Find a setting 


St Add Bluetooth or other device 


Devices 

Ei Bluetooth & other devices 
Printers & scanners 

OD Mouse 

Typing 

JP? Pen & Windows Ink 

@) AutoPlay 


B usB 


Bluetooth 
@o oo 


Add a device 


Add a device 


Make sure your device is turned on and discoverable. Select a device below to 


connect. 


6 DPH5005_001 


sen) ANDROID BT 


6 ESLinker 


Enter the device's pairing code when connecting to Bluetooth. 


@ Home 


Bluetooth & other devices 


[ Find a setting 

Devices 

ER Bluetooth & other devices 

Ei Printers & scanners 
Mouse 
Typing 

>_Pen & Windows Ink 

AutoPlay 


B usB 


SE Add Bluetooth or other device 


Bluetooth 
DD oo 


Add a device 


Add a device 


Make sure your device is turned on and discoverable. Select a device below to 
connect. 


6 DPH5005_00 


Cancel 


Turn on Bluetooth even faster 


Get more info about Bluetooth 


Related settings 


Devices and printers 
Sound settings 

Display settings 

More Bluetooth options 


Send or receive files via Bluetooth 


Have a question? 


Default 1234. 


Turn on Bluetooth even faster 


To turn Bluetooth without 


n action 


Get more info about Bluetooth 


Related settings 


Devices and printers 
Sound settings 

Display settings 

More Bluetooth options 


Send or receive files via Bluetooth 


Have a question? 


Get help 


Select the connected Bluetooth device, check the Bluetooth serial port COM that the 
computer is using, and the COM port of the outgoing direction (DPS5015 _001'Port') is the 
serial port of the Bluetooth connection.(Note: Win 7 system, select the Bluetooth device, 


right click to view the properties, display the following window, view the COM port of the 


Bluetooth settings, select the “outgoing direction” serial port to connect; Win 10 system, 


select the Bluetooth device, click “More Bluetooth option”, the following window is 


displayed, view the COM port of the Bluetooth setting, and select the serial port to connect 


in the outgoing direction.) 
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Bluetooth 
Bluetooth & other devices ED on 


Get more info about Bluetooth 


Printers & scanners @ Bluetooth Settings 


Options COMPorts Hardware 
Mouse Re Ï 

elated settings 
This PC is using the COM (serial) ports listed below. To determine 9 
whether you need a COM port, read the documentation that came Devices and printers 
Typing with your Bluetooth device. 


Sound settings 


Port Direction _ Name 
Pen & Windows Ink COM3 Incoming ___DPH5005-001 
OM4 utgoing __DPH5005_001 ‘Port 


AutoPlay More Bluetooth options 


Display settings 


USB Send or receive files via Bluetooth 


Have a question? 


Get help 


Make Windows better 


Give us feedback 


Note: 

The power supply voltage of communication interface is DC 3.3V and power supply 
ability is limit. Don’t connect other big power Bluetooth or WIFI module, otherwise it will be 
burnt. 

When using the Bluetooth communication function, if power off for digital power supply, 
you need to choose COM interface to connect Bluetooth module again after power on. 

If the LED on Bluetooth module is flashing, it shows it is on the state of disconnection. 
If LED is lighting, it shows it is on the state of connection. 

When using Bluetooth function, don’t put Bluetooth module in the metal box, 
otherwise it will affect signal strength, Bluetooth communication distance is up to 10 meters 
in an open and unobstructed condition. 

When modifying communication data of digital power supply, you must disconnect 
Bluetooth with PC, the LED will be flashing. Otherwise you can change the data of Bluetooth 
board. 

For computer operating system, please install official version. if you install pirated or lite 
operating system, there may be a lack of Bluetooth virtual serial port driver on those 
operating system, and the system can't assign COM port to Bluetooth board. And it can't 
communicate with the upper computer. 

Do not touch components on the Bluetooth communication module, they are fragile 
and can be easily broken. 


2.4 Installed the Computer Software 


Please download file one by one,‚do not download all files at the same time,otherwise you will be 
charged. 

Note: this software can only work on Win7 or above. 

DPH3205: file download link: (no communication function) 


DPH5005: file download link: 
http://www.mediafire.com/folder/3ixc393r8hfk5/DPH5005 file 


2.4.1 Open and Unzip the PC software 
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[| |_s | DPH5005 PC Software and Android APP 
Home Share View 
hk: ä » ThisPC » LocalDisk(C:) » Users > mayn > Downloads » DPH5005 PC Software and Android APP Search DPH5005 PC Software … 


Date modified Type 


„Arial Unicode MS.ttf 3/12/2019 3:34 PM TrueType font file 


PECH Ex / 12/2019 3:28 PM Application SKB 
WB oPH5005 PC Software V1.5.rar 3/12/2019 3:40 PM WinRAR EAF 227,977 KB 
L] DPS(H) Series Android APP _V1.0.3 jiagu_at34-07.18.apk 3/12/2019 3:30 PM Nemu.apk 4,283 KB 


Aitems _1item selected 23.0 MB 


Double click the Arial Unicode MS Font Pack and click Install to install the Font Pack. 


Á« Arial Unicode MS (TrueType) 


Font name: Arial Unicode MS 
lersion: Version 0.85 
OpenType Layout, TrueType Outlines 


abcdefghijklmnopgrstuvwxyz ABCDEFGHIJKLMNOPORSTUVWXYZ 
1234567890; '" (1?) +-"/= 


12 The quick brown fox jumps over the lazy dog. 1234567890 


ie The quick brown fox jumps over the lazy dog. 1234567890 
pa The quick brown fox jumps over the lazy dog. 1234567890 


„ The quick brown fox jumps over the lazy dog. 12: 
. The quick brown fox jumps over the _ 


2.4.2 Double-click setup.exe to Set Up Computer Software 


Application Tools _DPH5005 PC Software V1.5 
Home Share View Manage 
«4 _\ « Downloads > DPH5005 PC Software and Android APP » DPH5005 PC Software V1.5 > DPH5005 PC Software V1.5 Search DPH5005 PC Software … 
ë 
Name Date modified Type 


{bin 11/9/2017 5:10 PM File folder 


Lj license 11/9/2017 5:10 PM File folder 
11/9/2017 5:10 PM File folder 
11/9/2017 5:07 PM ID File 
6/7/2016 5:08 PM Application 
T1/9/2017 5:07 PM Configuration settings 


6items _1itemselected 1,39 MB 
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ÚB DPHS00S PC Software V1.5 eed nj XJ {3 DPHS00S PC Software V1.5 


Destination Directory Start Installation 
Select the installation directories. Review the following summary before continuing. 


Add Chand 
« DPH5005 PC Software V1.5 Files 


All software wil be installed in the following locations. Ta install software into a 
different location, click the Browse button and select another diectory. 


Directory for DPH5005 PC Software V1.5 


-\Progran Files G06)\DPNS00S\ [ 5 


Directory for National Instruments products 
Error Files (86) Wational Instruments\ 


Dick the Nest button to beg installation. Chick the Back button to change the installation settings. 


[Saverie..|| «Back | Nee» || 


UE DPH500S PC Software V1.5 X UB DPHS00S PC Software V1.5 


Installation Complete 


The installer has finished updating your system. 


Overall Progress: 33% Complete 


2.5 Using Computer Software 


Double-click the shortcut icon on the desktop to open the computer software. 


2.5.1 Introduction of Using 


Select the communication port (section 2.3 for Bluetooth connection, _ section 2.1 for 
USB connection), baud rate, slave address (default 9600, 001), click “On-Line” to start 
communication, and automatically lock the digital power button after successful connection. 
Then “On-Line” will change into “disconnect”. Click “Turn On” to turn on the output of the 
digital power supply,’ Turn On “will change into “Turn Off” when succeed. 
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| opH500s PC Software V1.5 — X 
Configuration | Basic function | Advanced function | DPH5005 PC Software V1.5 (Ee Quit } 
Input voltage 
Port 20.00 25.00 30.00 Shortcut extract Output volläge chve sop: Itag 
K COM5 |= | 15,00 vm. 36.00 © 31.29 V 
Baud rate 10.005 4000 [ Data gewed} p Output voltage 
9600 - 7 8 en 
ze 2 ® Data group 1l| 2 
Slave address 6.00 ; 20 ei 25.00 V 
£ 5, ®, Data group 2l| 8 
001 0.00 50.00 Damn Output current 
Voltage setting | aA Data group 3 | A 
} / ] | On , 
25.00 V Data group 4 10 15 20 25 30 35 2.381 
1d 2 Read times 
& Data group 5} Output current curve Output power 
| ypata group 59 52 W 
Firmware T ì ï | | 
- ®Data group? | © 
15 men | 
2 Data group 8 || 5 
2 \ A5 
Online () Brightness level Ì : 
PES | EDT 15 20 25 
Speconneej  „2S0OA Gide zet 
5 J Ed 


2.5.2 Introduction Of Functions 


The computer software interface can be divided into basic functions and advanced 
functions. 

Basic functions include Voltage/Current setting, shortcut recall, brightness adjustment, 
voltage and current curve derivation. 

You can set Voltage/Current by turning the knob or enter a value. The graph on the right 
shows the real-time voltage and current curves (the curve will be stored for up to 24 hours). 

Advanced functions include data group (preset) reading and writing, automatic test, 


voltage scan, current scan and so on. 


@ DPH5005 PC Software V1.5 — Xx 
Configuration | Basic function Advanced function | DPH5005 PC Software V1.5 \E Quit | 
Input voltage 
Port Data group operation Auto test Voltage scan ke a 
% COM5 |- rn = (0000) 20.12 V 
TTS Data group 0 Steps il 0 Output current(A) d = = | 
BE Voltage(V) _ Current(A) __ Delay(S) Start voltage(V) © | 0.00) Output voltage 
F = 2) EE . ES 1 ES = = | 
_ USET 0.00), v-ser < | 5.00) 1 5/00 < |0.000 A0 Stop voltage{V) - | 0.00 1 5 1 3 V 
ave address - - 5 l 
Lser | 0.000 pser …|5-100 2 | 0.00 (0.000 mA 2 mal 
oot 7 : Ei > Stepvolagef) — _OÌ || Output current 
S-OVP 0.00, s.ovP „51.00, 3 0.00 0.000 ij 10 Delays) 5 40) 4 512 ik 
socp [_ 0000] s-ocp “5200 | 4 Crool, [oo] | 40 5 . | 
_—_ _ 5 KE P- Run © _Ïiú stop 
S-OPP 0.0) s-opp … 2652 5 0.00 … {0.000 ij 10 Output power 
BLED 0| Bien …| 4 6 7000 0.000 10 „Current | 22 87 we 
: IF EEG) VD Vm 
Firmware KEE 1 Er 7 7m > faaoo) | (20 Output voltage{V) | 
5 | _—_ = = [o.000 
18 sar [0 ent 2 ol | g [oo 0.000 saf | Set oen jj Normal & 
= — < [o-oo0) 
Key lock Ae) M-PRE:The value 0 is OFF, and tis ON || 9 [0.00 0.000 10 Stop CTA) ovr © 
= S-INT :The value 0 is OFF, and 1 is ON : : st ren - [o.0o0) 
® 40 Goo) Floool 7/10 ee ocP ® cv 
Online Delay(S) = 0.0) orPP @ cc ® 
Fa: | nn cl 
|“Disconnect “/ Read ® Write | _P- Run © ÜlStop { P- Run © HN stop or 


3. Introduction of APP(Android) 


Applicable product model: 
DPH5005-USB-BT. 


3.1 Application Setup 
SYSTEM: Android 5.0 or above 


3.1.1 Application Download 


The Android application has been uploaded to the Google Store, you can searched for 
“DPS(H) Series" in Google Store. Domestic customers who cannot use Google Store can also 
download the file with the extension APK and install it on the phone. You can get download 
address in section 2.4. 


3.1.2 Application Setup 


Android APP can only work in Android 5.0 or above. When installing the software, 
please approve permission that APP needs. If you need to record data for a long time, please 
turn off the power saving mode of the mobile phone and allow the APP to run in the 
background. 


3.2 Icon (Setup Finished) 


3.2.1 Click Icon You Can See Interface as Shown Below 


9:41 AM 
DPH5005 


A _Voltage-Current v 


4 A B C D E # 
‚Q EE 


3 08:37:03 5.99 493 47.67 2018-09-15 
4 _08:37.04 5.99 493 47,67 2018-09-15 
5 08:37:04 5.99 4.93 47,67 2018-09-15 
6 083705 5.99 493 47.67 2018-09-15 
7_ 08:37:06 5.99 4,918 47.68 2018-09-15 
B 08:37:06 5.99 4,897 47,68 2018-09-15 
9 08:37:07 5.99 4.888 47.71 2018-09-15 
10 08:37:08 599 2911 47.73 2018-09-15 
1 08:37:08 5.99 4.287 47.71 2018-09-15 
2 08:37:09 5.99 4.849 47.67 2018-09-15 
13 08:37:10 599 4914 47.67 2018-09-15 
14 _ 08:37:11 599 4,915 47.67 2018-09-15 
15 08:37:11 5.99 4.918 47.67 2018-09-15 
16 08:37:12 5.99 1.578 47.82 2018-09-15 
30 / 32 17 08:37:13 5.99 1.578 47.82 2018-09-15 
18 08:37:13 5.99 1.578 47.82 2018-09-15 
19 08:37:14 11.98 0.269 47.85 2018-09-15 
20 08:37:15 11.98 0.266 47.86 2018-09-15 
21 08:37:15 11.99 0.266 47.86 2018-09-15 
22 08:37:16 11.98 0.273 47.86 2018-09-15 
23 08:37:17 11,98 0.264 47.86 2018-09-15 
24 08:37:18 11.98 0.264 47.85 2018-09-15 
25 08:37:18 11.98 0.263 47.86 2018-09-15 
26 08:37:19 11.98 0.267 47.85 2018-09-15 
27 08:37:20 11.98 0.267 47.85 2018-09-15 
28 08:37:20 11.98 0.267 47.85 2018-09-15 
29 08:37:21 599 0.233 47.87 2018-09-15 
30 08-37-22 5.99 0.235 47.87 2018-09-15 


31 08:37:22 5.99 0.235 47.87 2018-09-15 
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(a ) Lock 
Brightness: 2 AG 


® 


Al AH 


Z: Digital power supply detected 

AA: Export table file as shown above to the phone folder (SD Card directory, repeat the 
write, can generate a graph in Excel directly). 

AB: Multi-language option, click to select a language, currently 3 languages (Chinese 
(Simplified / Traditional), English, more languages will be updated… 

AC: Bluetooth connection, click to select model, search for “RuiDengDPS" or 
“DPS8005 001”enter the pairing code 1234 and click on the “connection” button (or 
connect the Bluetooth on the phone first, then turn on the app Bluetooth connection to 
connect to the Bluetooth directly 

AD: program information, Version number description, assistance developer 
information 

AE: Voltage/Current measurement graph 


EN ON 
AF: output status @ normal | constant voltage / constant current state CEEEN oypad 


status 


AG: screen brightness, adjust the brightness from O to 5 where 0 is the darkest and 5 is 
the brightest 

AH: Output ON/OFF status 

Al: Output voltage, output current, output power, input current detected value 

AJ: value of preset output voltage, output current, select U SET or | SET, turn the 
Analog rotary control clockwise increases the value and anticlockwise decreases the value. 
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4.Others 


APP for IOS has not been finished You can send E-Mail to 1749808860 @gqg.com if you have any 
question. 
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